Elekta Neuromag® - 

Advance mapping of brain functions 



Fighting serious disease 


Stereotactic Gamma Knife Functional Stereotactic Image-Guided Precision 

Neurosurgery Surgery Mapping Radiation Therapy Radiation Therapy Radiation Therapy 


306 MEG channels/64 EEG 
channels - localizing functional 
brain areas most accurately 

Flexible and highly developed 
software - helping to perform 
time-efficient data analysis 

Ultra-low noise system - 
resulting in reliable diagnosis 

Low cryogen consumption - 
providing reduced operation 
costs 

Fully supine and seated 
positions - easy to change for 
optimal patient comfort 


Contact Elekta for 
more information at 
+1 770 - 300-9725 
or visit www.elekta.com 



ELEKTA 



THE (MIND) INSTITUTE 


Mental Illness and 
Neuroscience Discovery 


The MIND Institute is a group of internatidnally- 

RECDGNIZED NEURDIMAGING SCIENTISTS AND MEDICAL 
RESEARCH INSTITUTIONS WHO HAVE JOINED TOGETHER 
TO PURSUE ITS MISSION. 

"TO EXPLORE THE MIND AND BRAIN TO ENHANCE THE 
LIVES OF MEN, WOMEN AND CHILDREN WITH 

MENTAL ILLNESS." 

Our Partners: 

Harvard University University of New Mexico 

University of Minnesota Los Alamos National Laboratory 

Together with the University of Iowa 

Find out more: 

www.themindinstitute.org 

801 University Boulevard SE Suite 200, Albuquerque, NM 87106 
505-272-7578 (phone) 

505-272-7574 (fax) 
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Medical RF & Magnetic Shielding Specialists - Worldwide 


IMEDCO has designed and in¬ 
stalled many Magnetically 
Shielded Rooms (MSRs) for 
Biomagnetic Source Imaging 
Research and for other Biomag¬ 
netic Investigations on a world¬ 
wide basis over the past 10 
years. IMEDCO MSRs are com¬ 
pliant with all current MEG sys¬ 
tem requirements. 


Standard Performance 


Frequency 

Attenuation 

0.10 Hz 

> 40 dB 

1.00 Hz 

> 60 dB 

10.0 Hz 

> 80 dB 


IMEDCO Features 


• IMEDCO offers a unique 
flexible, multi-layer, modular 
design which can often opti¬ 
mize each customer’s suite 
configuration based on site- 
specific conditions. 

• All IMEDCO MSRs are as¬ 
sembled and tested in our 
facility before shipment to 
assure high performance. 

• Clinically attractive yet prac¬ 
tical, IMEDCO’s interior fin¬ 
ishes present a reassuring 
and comfortable setting for 
patients and technicians. 

• Flush threshold offers easy 
patient/equipment access. 

• Relocate-able and upgrade- 
able IMEDCO design ensures 
customer flexibility and long¬ 
term protection of his in¬ 
vestment. 

• Integrated degaussing coils. 


Biomagnetic-related products and 
services 

• Magnetic and vibration site surveys 

• Active compensation systems 


Other IMEDCO Products 

• High performance RF, Magnetic, and 
Acoustic Shielding packages for 
medical applications such as: MRI, 
Hyperthermia, EKG, EEG and MKG 


IMEDCO AG - Headquarters 

Industriestrasse West 14 
CH-4614 Hagendorf 
Switzerland 

Phone: +41-62-209 40 20 
Fax: +41 -62-209 40 29 

Email: imedco@imedco.ch 

Website: www.imedco.ch 
or www.imedco-shielding.com 



























VSM MedTech Ltd. 


featuring the 


CTF275 


ME G SYSTEM 


LOCALIZATION OF 
EPILEPTIC ACTIVITY 


PRE-SURGICAL 
FUNCTIONAL MAPPING 


COGNITIVE IMAGING 



Image courtesy of Dr. Hiroshi Otsubo, 
Toronto Hospital for Sick Children 
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Image courtesy of Dr. Jing Xiang, Image courtesy of Dr. Krish Singh et a I, 

Toronto Hospital for Sick Children Wellcome Laboratory for MEG Studies, 

Neuroscience Research Institute, 
Aston University, UK 


THE VSM ADVANTAGE 

► OPTIMIZED sensor design to maximize 
SIGNAL-TO-NOISE ratio 

► INDUSTRY-LEADING environmental 
noise cancellation 

► Advanced analysis software 

= unparalleled 

access into the workings 
of the human brain 



9 Burbidge Street, Coquitlam, BC Canada V3K 7B2 
tel: 604-472-2300 fax: 604-472-2301 
toll free North America: 877-876-8484 
sales@vsmmedtech.com 


www.vsmmedtech.com 














Welcome to Boston, 
Biomag 2004 Delegates! 



Department of Environmental Health 

And 

Harvard NIEHS Center for Environmental Health 


Harvard School of Public Health 
















Products : 

ARGOS 40 

System for standard clinical MCG. The sensors array 
consists of 37 gradiometers covering a circular planar 
surface 230mm. wide 

ARGOS 50 MCG 

Planar biomagnetometer for Magnetocardiography. The 
sensor array consists of 55 SQUID sensors covering a 
circular planar surface with a diameter of 23 cm. 

ARGOS 50 MNG 

Planar biomagnetometer for Magnetoneurography, 
operating with specially selected and designed sensors to 
obtain the very high sensitivity necessary in the low back 
pain syndrome diagnosis. 

ARGOS 200 

Planar biovectormagnetometer specially designed for 
Magnetocardiography and Magnetoneurography. The 
sensor array consists of 55 SQUID sensors triplets covering 
a circular planar surface with a diameter of 23 cm. 

ARGOS 150 

Helmet shaped system for Magnetoencephalography. 
The sensor array consists of 165 SQUID sensors located 
in 165 independent measurement sites, with an inter 
sensor separation less then 30 mm for appropriate spatial 
sampling. 

ARGOS 500 

Helmet shaped biovectormagnetometer for 
Magnetoencephalography. The sensors array consists of 
165 SQUID sensors triplets. 

ARGOS 500/PL 

System derived from the ARGOS 500 but with standard, 
quasi-radial, non vectorial sensor distribution. 

ARGOS 9 

System to be expressly used for foetal MCG it uses a 9 
gradiometers sensors array on a circular surface 160mm 
wide. 

MSR series 

A wide range of magnetic shielded rooms built through 

a complex multi shell construction with aluminium 
walls and walls made of a high permeability material, is 
available. 

Advanced Technologies Biomagnetics 

Via Martiri di Pietransieri 2 
65129 Pescara (ITALY) 

Tel: +39 085 4514660 
Fax: +39 085 694756 
www.atb-international.com 

e-mail: info@atb-it.com 
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Clinical MagnetoCardioGraph 

NO SHIELDED ROOM NEEDED 


*The 9-thannel MCCr sys ton is she™! as insult d in the dwrt pain writ of m intmialionaiy recogaiaed U S hospital. 


VI 
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-channels* (80 nun x 80 nun coverage) 
channels (200 minx 200 nun coverage) 

*F1RST US FDA APPROVED MCG SYSTEM FOR SALE 
UL-.CE-, 1509001:2000-, ISOl3485-.M DD-,CM DCAS/M D R-C ert i Med 
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CardioMag Imaging 

CardbMag Imaging, Inc., 450 Duane Avenue, Schenectady, NY 12304 USA 



Tc-L: L-S L S-3-SL - Ltititi b-ax: L-S L-4400 e-mail: isoko kfwsk i^ ajdiemaa.com W-eb: 33ww.cardiomaE.com 





































